The aim of this study was to investigate the relative accuracy of megavoltage photon-beam dose calculations employing either five bulk densities or independent voxel densities determined by calibration of the CT Houndsfield number.
in the early 1980s that determining the electron density of a patient's tissues via CT imaging was necessary for a computational accuracy of better than 5%. (1) Of course, this contention was made before the widespread availability of more advanced and accurate superposition dose computation algorithms, (2) which have been shown to be comparable, if not equivalent, with the implicitly more accurate Monte Carlo simulation when appropriately commissioned. (3) Today, all modern commercially available external beam treatment planning systems provide the ability to calibrate a CT scan for electron density determination. It is well established that accurate dose computation for treatments in the lung require tissue heterogeneity corrections in the dose computation algorithm. (4, 5) However, in this study we will challenge the current paradigm of requiring individually measured electron densities for all of the voxels in a patient determined via a calibrated CT image. Instead, we examine the use of bulk density corrections applied to the different types of tissue present in the patient. This technique has already been demonstrated for MRI-based prostrate cancer treatment planning. (6, 7) We now extend this approach to treatment planning for lung cancer patients, which clearly relies more heavily on heterogeneity correction for accurate treatment planning.
The aim of this study is to investigate the relative accuracy of megavoltage photon beam dose calculations using bulk densities applied to five distinct regions (air, lung, fat, soft tissue, and bone) compared to dose calculations performed with a full set of individually determined voxel electron densities from a calibrated CT scan. We are investigating the accuracy of this bulk density dose calculation technique for application in an on-board MRI image-guided radiation therapy (IGRT) device that is under development at our institution. This IGRT device will utilize real-time MRI taken during radiation delivery to compute the dose delivered to the patient. Segmented MRI imaging studies can be used to identify bulk density regions of air, lung, fat, soft tissue, and bone in the patient, but the high-resolution density information of CT imaging is not easily accessible with this technique. Our hypothesis is that bulk densities can provide an accurate method of heterogeneous photon beam dose calculation, even in cancer patients with tumors in the thorax.
II. MATErIALS And METHodS
CT planning image studies for 66 lung cancer and esophageal cancer cases demonstrating 70 gross tumor volumes treated at our institution were analyzed anonymously in this study. All patients had undergone helical CT scans (Professional Series P220F Philips Medical Systems, Eindhoven, Netherlands) without contrast enhancement, with an axial-plane image-matrix size of 512 × 512 with an in-plane pixel size of 1.1 mm and slice thickness of 3.0 mm covering the entire thorax and a superior portion of the abdomen.
Full CT resolution and bulk electron density treatment plans were generated for these 66 patients using a commercial treatment planning system with an adaptive convolution dose-calculation algorithm (Pinnacle 3 , Philips Medicals Systems, Eindhoven, Netherlands) employing an isotropic 4 mm dose calculation grid. Bulk electron densities were applied to regions identified by an isodensity segmentation tool for each case. In this manuscript, we use the phrase "density" to indicate relative electron density on a scale where the electron density of liquid water is 1.0.
The following procedure was performed for each case. First, the body was contoured as a soft-tissue structure from 1 slice superior to the lung apex to 1 slice inferior to the lung base. Then, the trachea was manually contoured as an "air density" structure slice-by-slice, with special care not to include cartilage. The occasional occurrence of gastrointestinal gas was ignored as it was found that the dosimetric effect of gastrointestinal bubbles was insignificant. (8) Next, the fat and bone were contoured using an auto-contouring tool with thresholds of 600-800 and 1080-4500, respectively (Note: In Pinnacle, to avoid using negative numbers, 1000 is added to all CT numbers. Thus, water density, which is usually 0HU in diagnostic CTs, is 1000). Finally, the soft tissue bulk density structure was produced by subtracting the air, lung, fat, and bone bulk density regions from the body contour. For each patient, the mean bulk density was calculated (the automatic calculated data from Pinnacle 3 was used) and recorded as the individual average density. Using these data, the average density of each bulk density of the whole set of 66 patients was calculated as the population average.
For each case, 3 plans were created: 1) original full-resolution CT plan, referred to as the original plan (Org.) ( Fig. 1(a) ) and defined as a plan created based on the full CT resolution electron density information; 2) individual average plan (IndAv.) ( Fig. 1(b) ), which was a plan created using the five bulk densities where the electron densities of each area were forced to be the same as each patient's individual average; and 3) population average plan (PopAv.) ( Fig.  1(c) ), which was a plan created using the five bulk densities where the electron densities of each area were forced to be the same as the population average. Monitor units in the planning system were kept constant to Org., and no normalizations or adjustments were employed.
In cases presenting with lung or gastrointestinal pathologic conditions, such as bullous formation (7 patients), pneumothorax (2 patients), or emphysema (12 patients, 2 of whom also had inflammatory changes of the lung, 1 also had pneumothorax, and 1 also had hiatus hernia), additional corrections were applied. These plans were referred to as corrected modified population average plans (CpopAv.). The correction done for the patient with bullous formations or pneumothorax was to assign air density to the bullous formations or pneumothorax (Figs. 2(a) -2(d)). The correction done for the emphysema patients, who had obvious findings on the planning CT, was to assign the individual lung density to the lung bulk density instead of using the population average density (Figs. 3(a) -3(d) ). The correction for the patients who had both emphysema and inflammatory changes in the lung was to assign a new density to the inflammatory change area (0.43 g/cm 3 , Figs. 4(a) -4(d)) and assign the individual average data for the rest of the lung. (The number 0.43 g/cm 3 was the population average data of all the lung inflammatory changes density of this study.) The correction for the patient with hiatus hernia was done by assigning air density to the gastrointestinal gas (Figs.
5(a) -5(d)).
A dose volume histogram (DVH) comparison and slice-by-slice comparison of the dosimetry of the treatment area were performed for all plans. We specifically investigated the following parameters: the dose covering 95% (D95) or more of the PTV; the mean PTV dose; the percentage of the total lung volume covered with 20 Gy or higher (V20Gy %); and the mean total lung dose. If the dose or volume differences were within 3% of the original plan, the plan was considered an acceptable plan. For the slice-by-slice comparison, we calculated the percentage of dose-grid voxels, which showed more than 5% disagreement in the area with a gradient less than 3% of the maximum dose per mm.
To investigate which attributes of a given case led to a larger observed error in five bulk density dose calculations, we statistically analyzed correlations between the absolute errors of the plans and patient conditions and the absolute errors between Org. and PopAv. The patient condition parameters used were: size of the PTV, size of the lung, disease (lung cancer or esophageal cancer), number of beams, tumor location (fully surrounded by the lung or not), with or without emphysema, with or without bullous formations, with or without inflammatory changes in the lung, individual average electron density of the lung, individual average electron density of the bone, individual electron density of the soft tissue, individual electron density of the trachea, and individual electron density of the fat. For each parameter, the data were divided in two groups: one group which had the same or a lower score than the median of the whole data, and one which had a higher score.
All statistical analyses were computed using Statistical Analysis Systems (SAS) software (SAS Institute, Cary, NC). The correlation between the absolute errors of the plans and each parameter was examined with the Wilcoxon signed-rank sum test. A p-value of <0.05 was interpreted as evidence that the observed difference was statistically significant. Fig. 1(a) an original full-resolution CT image (lung window); (b) a CT image where the electron density of each 5 bulk density was forced to be the same as each patient's average electron density of each bulk density area (IndAv.); (c) a CT image where the electron densities of each 5 bulk density was forced to be same as the average electron density of each bulk density area for the entire population (PopAv.). Table 1 shows the patients' demographics. Table 2 shows the population average of each bulk density as follows (the number in the parentheses represents the HU number of each density): bone, 1.12 g/cm 3 (1200); soft tissue, 1.02 g/cm 3 (200); fat, 0.89 g/cm 3 (-110); lung, 0.26 g/cm 3 (-740); and air, 0.14 g/cm 3 (-860). Tables 3 and 4 summarize the average and percentage differences in dose volume information between the Org. and IndAv. or Popav. plans. In general, only slight differences were observed between the plans with essentially no significant changes for critical structure doses in any case. For the evaluated structures (which included the lung, heart, and spinal cord), no difference larger than 2% in both dose and volume was observed in the DVH for all patients. Figure 6 (a) shows a DVH of a typical case with good agreement between plans (the DVH of three plans are displayed as an overlay). However, some significant differences were observed for PTV coverage. In 8 out of 70 targets, greater than 3% differences in PTV doses were observed for the PopAv. comparison: 7 targets (10% of the targets studied) showed larger than 3% difference (maximum difference: 9.70%) in D95 and, if comparing the mean dose, 3 targets (4% of the targets studied) had a difference larger than 3% (maximum difference: 7.34%). Note that one of these had less than 3% in D95, making a total of eight patients with discrepancies greater than 3%. Using individual densities reduced the number of tumors with greater than 3% differences in PTV doses to 6 targets for the IndAv. comparison: 5 targets (7% of the targets studied) showed larger than 3% difference (maximum difference: 6.83%) in D95 and, if comparing the mean dose, 3 targets (4% of the targets studied) had a difference larger than 3% (maximum difference: 5.80%). Note that one of these had less than 3% in D95, making a total of six patients with discrepancies greater than 3%. All eight patients with PTV dosimetry exhibiting more than 3% dose difference for the PopAv. comparison presented with some lung or gastrointestinal tract conditions, such as bullous formation (1 patient), hiatus hernia with emphysema (1 patient), emphysema alone (3 patients), inflammatory changes of the lung with emphysema (2 patients), and inflammatory changes of the lung with emphysema and pneumothorax (1 patient). The largest difference between PopAv. and Org. was observed in a patient who had both inflammatory change and emphysema (D95, 10% difference; mean PTV dose, 7% difference). When these corrections were applied to the pathologic structures in these patients (Figs. 2-5 ), as shown in Table 5 , no patient showed a difference of 3% or larger in the D95 and mean dose of PTV.
III. rESuLTS
When a slice-by-slice comparison of the dosimetry of the treatment area was performed for the IndAv. comparison, there was only 1 case where the percentage of voxels with dose disagreement of more than 5% was larger than 1% (mean, 0.2%; SD, 0.32%). For the PopAv. comparison, there were 4 cases where the disagreement area of more than 5% was larger than 1% (mean, 0.33%; SD, 0.68%). Figure 6 (b) shows a slice-by-slice comparison between Org. and PopAv. for a typical case (the middle slice of the target is demonstrated). When employing CpopAv. for cases with pathological conditions, the comparison resulted in 1 case where the percentage of voxels with disagreement was larger than 1% (mean:0.18%, SD:0.26%).
The parameters, which show statistically significant differences in the PopAv. comparison, are summarized in Table 6 . Table 5 . Absolute difference between original full-resolution CT plans (Org.) and two types of 5 bulk density plans in patients with special conditions: PopAv., where population average data were used, and CpopAv., where a conditionoriented special modification was applied.
Condition
No 
IV. dISCuSSIon
In comparing the plans created with the five bulk densities and the Org., there were no patients for whom 2% or more difference was seen in either dose or volume on the DVH of the lung, heart, and spinal cord. However, when investigating the dose to the PTV, 8 cases showed more than 3% difference between the plans. For D95, 93% of the PTVs in IndAv. and 90% of the PTVs in PopAv. had less than a 3% difference compared to Org. For the mean dose of the PTV, it was 96% and 94%, respectively.
All the tumors for which 3% or more difference was observed between Org. and PopAv. had either a pathologic lung condition (eg. bullous formation, pneumothorax, emphysema, an inflammatory change in the lung), or a gastrointestinal change such as hiatus hernia with a large amount of gas. The largest disagreement, seen in a patient with emphysema who also had an inflammatory change in the lung, was 10% for D95 of the PTV and 7% for the mean dose of the PTV. Specific density corrections applied to the pathologic structures were able to resolve all of these problems. In the slice-by-slice comparison between Org. and PopAv., four cases showed more than 1% of the voxels with more than 5% difference in a low-gradient region. The largest difference was observed in a case of emphysema, which was 4.09% of the voxels with more than 5% disagreement in a low-gradient dose region. If the specific corrections were applied, no patient had more than 2% of voxels with disagreement larger than 5% and, even the worst case, the case with emphysema, showed only 1.37% of the voxels with disagreement larger than 5%.
Correcting the emphysema patients for the CpopAv. plan required the use of the average electron density of each patient's lung from a bulk density determined from the CT high-resolution data. Corrections in the other cases could be determined using only MRI information. (9) Consequently, 58 out of 70 tumors (83%), which were in the patients without emphysema, were accurately simulated with only the use of an MRI simulator. For the remaining 12 patients with emphysema, accurate dose computation on MRI data could be achieved as long as the bulk density of the pathologic regions was provided by measurement with an additional CT scan. Out of these 12 patients, only 6 required CT determined bulk densities; however, we could not distinguish between these patients using the MRI data alone.
The univariate analysis of the data showed that the parameters which demonstrated correlation with large discrepancy between Org. and PopAv. were: large lung volume; pathological condition of emphysema; lower electron density of the lung; and lung tumors located such that they were fully surrounded by lung tissue. Emphysema patients have larger lung and lower lung density. Therefore, the first three parameters were obviously correlated. It is also understandable that lung tumors fully surrounded by lung tissue required additional density correction and showed a higher probability of disagreement.
In a previous study by Lee et al. (6) on the accuracy of employing MRI data to compute dose for prostate cancer patients, it was concluded that, if both bone and water were assigned as bulk densities, the difference was less than 2% in all plans; but if only water density was used, the disagreement was larger. The body bulk density area was assigned as 0 HU (1 g/cm 3 ), a little lower than in our study (1.02 g/cm 3 ). This number was not from the average density of the patients' data; Lee et al. simply assigned water density as done for a non-heterogeneous correction plan. They also did not find any problems with not making another assignment for fat density even though, according to our findings, this should have been an important factor for a larger population which would include obese patients. Their study included only 5 patients. They may not have included overweight patients in their study, but it is not possible to know this from their published data. We used five bulk densities in this study because, in our previous study with 17 lung cancer patients' CT images where we used four bulk densities (air, lung, soft tissue and bone), (10) patients with high BMIs (25kg/m 2 or higher) showed larger errors. As fat is easy to define on MRI, we assume that the addition of the fat density would not cause a large problem in the MRI dose calculation. Another interesting difference was noted between our study and the previous study. The CT number Lee et al. found for bone was 320 HU (1.32 g/cm 3 in electron density), which came from the average bone density of the five patients. In our study, the bone density was also the average data of the 66 patients, and was 1.12 g/cm 3 . This difference is most likely due to the difference between the thinner cortical bones in the thoracic area compared to the thicker cortical bones in the pelvic region.
Knowing that population averages of electron densities can produce accurate dose computation is not only valuable to the use of an MRI simulator, but can also provide a way to check the calibration of HU-to-density calibrations for CT-based treatment planning. Of course, heterogeneous plans can be more accurate for patients with certain pathologic conditions, as we have shown in this study, and may require CT data in some cases. (11) (12) (13) However, by employing an accurate method using population base values, the use of the CT simulation could be omitted. CT-simulator dose calculation is based on the CT number to Hounsfield Unit conversion, which is not only machine and vendor dependent, but also dependent on the CT calibration, which has a potential for additional error. If this step could be omitted, the treatment planning paradigm would be safer.
Our study shows that even for patient with tumors in the thoracic region, treatment planning using only MRI could be accurately performed. The exception is the severe emphysema patients who would still need CTs to obtain the electron density information of the diseased lung in order to assign a density to their lung bulk density area.
V. ConCLuSIonS
Heterogeneous correction for five bulk densities is an accurate method of radiotherapy treatment planning and can be used in place of full-resolution CT treatment planning. Additional bulk electron density information may be required for patients presenting with pathologic conditions like emphysema.
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